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Introduction
Polyetheretherketone (PEEK) polymer has been pro-
posed for use in demanding, long-term orthopaedic
applications. PEEK is a high-performance biomaterial
which combines chemical and hydrolysis resistance,
resistance to the eﬀects of ionizing radiation, high
strength and good tribological properties with extensive
biocompatibility [19, 27, 37]. PEEK is a thermoplastic
which can be easily processed into complex implant
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Abstract Polyetheretherketone
(PEEK) is a novel polymer with
potential advantages for its use in
demanding orthopaedic applications
(e.g. intervertebral cages). However,
the inﬂuence of a physiological
environment on the mechanical sta-
bility of PEEK has not been re-
ported. Furthermore, the suitability
of the polymer for use in highly
stressed spinal implants such as
intervertebral cages has not been
investigated. Therefore, a combined
experimental and analytical study
was performed to address these open
questions. A quasi-static mechanical
compression test was performed to
compare the initial mechanical
properties of PEEK-OPTIMA
polymer in a dry, room-temperature
and in an aqueous, 37C environ-
ment (n=10 per group). The creep
behaviour of cylindrical PEEK
polymer specimens (n=6) was mea-
sured in a simulated physiological
environment at an applied stress le-
vel of 10 MPa for a loading duration
of 2000 hours (12 weeks). To com-
pare the biomechanical performance
of diﬀerent intervertebral cage types
made from PEEK and titanium un-
der complex loading conditions, a
three-dimensional ﬁnite element
model of a functional spinal unit was
created. The elastic modulus of
PEEK polymer specimens in a
physiological environment was 1.8%
lower than that of specimens tested
at dry, room temperature conditions
(P<0.001). The results from the
creep test showed an average creep
strain of less than 0.1% after
2000 hours of loading. The ﬁnite
element analysis demonstrated high
strain and stress concentrations at
the bone/implant interface, empha-
sizing the importance of cage
geometry for load distribution. The
stress and strain maxima in the im-
plants were well below the material
strength limits of PEEK. In sum-
mary, the experimental results veri-
ﬁed the mechanical stability of the
PEEK-OPTIMA polymer in a sim-
ulated physiological environment,
and over extended loading periods.
Finite element analysis supported
the use of PEEK-OPTIMA for load-
bearing intervertebral implants.
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forms. Moreover, this biomaterial can be repeatedly
sterilized using conventional steam, gamma and ethylene
oxide processes without signiﬁcant deterioration.
Implants based on the PEEK polymer have been
developed in the last decade as an alternative to con-
ventional metallic devices. PEEK devices may provide
several advantages over the use of conventional ortho-
paedic materials, including the lack of metal allergies,
radiolucency, low artefact on magnetic resonance
imaging scans and the possibility to tailor mechanical
properties [7]. PEEK polymer devices were ﬁrst reported
for fracture ﬁxation, using carbon reinforcement in a
PEEK matrix [8, 17]. Iso-elastic, carbon-reinforced
PEEK hip prosthesis components have been proposed to
address the modulus mismatch between the bone and
implant material in order to improve load transfer [2, 3,
18, 34]. Uncoated and titanium-coated PEEK has been
suggested for use in dental implantology [9, 11].
The in vivo performance of orthopaedic devices is
highly dependent on the intrinsic mechanical properties
of the chosen implant material. Bulk mechanical, inter-
facial and wear properties for hydroxyapatite- and car-
bon-reinforced PEEK polymers have been reported [1,
4, 8, 23, 25, 39]. However, non-reinforced PEEK is
increasingly the material of choice for orthopaedic
applications. No data for the initial mechanical prop-
erties of pure PEEK polymer in a physiological envi-
ronment have been published. An aqueous, body
temperature environment has been shown to substan-
tially inﬂuence the mechanical properties of other med-
ical-grade polymers such as ultra-high molecular weight
polyethylene (UHMWPE) [12, 21]. Furthermore,
orthopaedic polymers are susceptible to creep, the time
dependent, non-recoverable material ﬂow in response to
continuous loading, which can result in a signiﬁcant
alteration of implant geometry and biomechanical per-
formance. Creep deformation of pure PEEK in a dry
environment has been reported to vary from less than
0.1% per month at room temperature to more than 1%
per month at elevated temperatures for stress levels
relevant to orthopaedic applications (5–10 MPa) [36].
An increasing number of PEEK devices for interbody
fusion are now available. A primary advantage of fusion
devices made from PEEK is the undisturbed radio-
graphic evaluation of progression towards bone fusion.
The lower elastic modulus of PEEK may minimize stress
shielding eﬀects, or even potentially have a stimulatory
eﬀect on bone generation [16, 27] and lead to a better
fusion than that achieved with metallic cages. Further-
more, PEEK has been shown to be harmless to the
spinal cord in site-speciﬁc biocompatibility tests [32].
Intervertebral cages are subjected in vivo to complex,
three-dimensional loading conditions characterized by
high compressive loads which vary spatially and tem-
porally with ﬂexion, extension and side-bending mo-
tions. Biomechanical testing and pre-clinical results have
recently been reported for PEEK cervical cages and/or
anterior plating devices for spinal fusion [10, 13, 20, 20,
24, 33, 38]. While the biomechanical performance of
conventional metallic lumbar intervertebral devices has
been extensively evaluated through in vitro testing [28]
and ﬁnite element analysis [30, 31], the performance of
PEEK lumbar fusion cages has not been reported.
Polyetheretherketone polymer is a promising material
for use in demanding spinal applications. However, the
mechanical integrity of the polymer in a physiological
environment and its suitability for use in highly stressed
implants such as intervertebral cages have not been
adequately investigated. Therefore, a combined experi-
mental and analytical study was performed to address
these open questions with the following speciﬁc goals:
(1) to compare the initial mechanical properties of
PEEK-OPTIMA in dry, room temperature and in
aqueous, body temperature conditions, (2) to determine
the creep properties of this material in an aqueous,
body-temperature environment and (3) to compare the
biomechanical performance of diﬀerent intervertebral
cage types made from the PEEK polymer to that of
titanium cages under complex loading conditions.
Methods
Quasi-static compressive testing
A compressive test was designed according to the
American Society for Testing and Materials (ASTM)
testing standard D695-02 [6] to determine the elastic
modulus. Cylindrical test specimens were machined
from stock PEEK-OPTIMA1 LT1 rod material (Grade
LTIR30, Invibio, Lancashire, UK), with dimensions
12.7 mm diameter by 50.8 mm length to fulﬁl the re-
quired slenderness ratio of 11–16. Two groups (n=10
per group) were tested. Specimens to be tested in a
simulated physiological environment were conditioned
in a saline solution (0.15 M NaCl) at 37C (±1C) for
48 h before testing. The compressive tests were per-
formed on an MTS 858 Bionix servohydraulic testing
machine (MTS Systems Corporation, Eden Prairie, MN,
USA). Specimens were compressed at 0.02 mm/s to a
maximum load of 5,000 N. The samples were centred
under the hydraulic actuator and compressive loads
were applied through a ball joint to ensure a purely axial
force. The compressive force data were measured by an
integrated load cell (±1 N), displacement data were
measured by the position of the hydraulic actuator
(±1 lm) and collected at a sampling rate of 10 Hz.
From force, length and geometric data, the engineering
stress and strain were calculated. The modulus of elas-
1PEEK-OPTIMA is a speciﬁc medical grade of PEEK, supplied for
use in human implantable devices.
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ticity was determined by taking the tangent to the linear
portion of the stress–strain curve. Diﬀerences in elastic
modulus between groups were evaluated for statistical
signiﬁcance using a Student’s t-test, with a signiﬁcance
level of P=0.05.
Creep testing
The creep test was based on ASTM D2990-01 [5], with
some practical modiﬁcations. Cylindrical specimens
were machined with a diameter of 6 mm and a length of
22.5 mm to fulﬁl the required slenderness ratio. A multi-
station creep testing apparatus was constructed to load
three specimens simultaneously and independently. The
testing apparatus was designed to apply a constant
vertical load on each of the specimens separately via a
second class lever arrangement using weights suspended
from a freely-pivoting cantilevered beam (Fig. 1). The
load was transferred from the beam to the samples by a
ball joint to ensure pure axial compressive loading.
Specimens were contained within a saline bath (0.15 M
NaCl+0.01% sodium azide to prevent bacterial
growth), heated to 37C (±1C) by an immersion hea-
ter. The samples were conditioned in the bath for 70 h
prior to loading. The testing apparatus was placed in a
stable environment, free from vibrations. An axial
compressive stress of 10 MPa was chosen for the nom-
inal load, based on preliminary ﬁnite element analyses of
the stress state within representative PEEK interverte-
bral cage designs during daily activities (unpublished
data). Six specimens were loaded and four control
samples were kept unloaded for reference in the same
bath conditions.
The length of each sample was measured prior to
loading with a precision micrometer (Mitutoyo, Japan;
±1 lm). The lengths of the samples, loaded and refer-
ence, were measured at 6, 12 and 30 min ; 1, 2, 5, 20, 70,
100, 200, 500, 700, 1,000 and 2000 h (12 weeks) after
loading was begun. At each of these time points, the
samples were brieﬂy unloaded and elastic strain recovery
allowed. Each sample was taken out of the bath, blotted
quickly and the length measured immediately with the
precision micrometer. After each measurement, the
loaded samples were replaced in the loading set-up and
the reference samples in their reference position. The
total time duration of the measurement procedure was
approximately 5 min. Although measuring the creep of
unloaded specimens is in contrast to the ASTM speci-
ﬁcation, this procedure has been employed previously
for the determination of creep in UHMWPE specimens
and eliminates errors in specimen length originating
from play in the linkages of the apparatus [22].
Compressive creep was calculated for each specimen
by subtracting the specimen length measured at each
time interval from the initial length of the specimen.
Compressive creep strain was calculated by dividing the
compressive creep by the original length of the specimen.
Each creep strain measurement was then corrected by
subtracting the average strain of the reference samples,
measured at the same time and temperature.
Finite element model
An accurate three-dimensional ﬁnite element (FE) model
of the convex SynCage-LR (Synthes, Bettlach, CH,
USA) was developed and inserted in a validated, three-
dimensional, nonlinear FE model of a L2–L3 functional
spinal unit (FSU) (Fig. 2). Details of the model devel-
opment have been given elsewhere [30, 31], and are
brieﬂy summarised here. The geometry of the model was
based on CT scans of a healthy, young cadaver speci-
men. The material properties were adapted from previ-
ous ﬁnite element studies and assumed to be linear,
homogeneous and isotropic. For validation, the results
of this model were compared to experimental data [14,
29]. The relationship between force and displacement,
the resulting nucleus pressure as well as the maximum
principal strain at several locations on the vertebra were
found to be in good agreement.
An anterior insertion of an intervertebral cage was
modelled by removing the anterior longitudinal liga-
ment, the nucleus pulposus and the necessary amount of
ﬁbre and annular elements. The cage size was chosen
Sample
Weight
Ball Joint
37°C PBS Bath
Fig. 1 Schematic illustration of creep-testing apparatus
Fig. 2 Finite element model of a L2–L3 functional spinal unit (left)
and the SynCage-LR intervertebral cage (right)
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according to the space between the vertebrae, as pro-
posed by the manufacturer, to restore lordosis and disc
height.
Changes in the load transfer due to the implantation
were investigated comparing intact and instrumented
FSUs. Instrumented FSUs included either a modiﬁed
SynCage (ﬂattened inferior and superior faces) or a
convex SynCage-LR made from either PEEK or tita-
nium to assess design and material diﬀerences. A non-
linear, three-dimensional contact deﬁnition was used
between the implant and the neighbouring endplates for
the SynCage-LR. Between the surfaces of the simpliﬁed,
ﬂat SynCage and the anatomically curved endplates, this
contact deﬁnition was not appropriate. Therefore gap
elements were introduced here, with the contact direc-
tion chosen perpendicular to the cage surfaces. To in-
clude the eﬀect of the small teeth on the original cage
surfaces, a friction coeﬃcient of 0.8 was deﬁned for all
contact interactions. The model was loaded with either
pure axial compression (1,000 N) or pure bending mo-
ments (up to 8 Nm, with a 400 N axial compressive
preload) in all three anatomical planes. ABAQUS 6.3
was used to solve all models (HKS, Pawtucket, USA).
Results
Material property testing
The modulus of elasticity of PEEK-OPTIMA samples
tested in a 37C aqueous environment was 1.8% lower
than that of samples tested in a dry, room temperature
environment. The standard deviation of the calculated
modulus values was very low. Therefore, while temper-
ature and humidity had a statistically signiﬁcant
(P<0.001) inﬂuence on the elastic modulus, the diﬀer-
ence was nevertheless small (Table 1).
The corrected creep strains were plotted as a function
of linear and logarithmic time (Fig. 3). The strain in-
creased more rapidly in the ﬁrst few hours, followed by a
reduced rate of creep later in the experiment,
approaching a steady state after 2000 hours of loading.
Approximately 80% of the total creep strain was
achieved within the ﬁrst 200 h. Creep strain data was
best ﬁt by a logarithmic function (r2=0.964) with an
average slope of 5.715·10)5 (1/log[min]) for an applied
pressure of 10 MPa. The total creep after 2000 hours at
a stress level of 10 MPa was less than 0.1%. For com-
parison, the total corrected creep strain for PEEK
polymer tested in a dry, room-temperature environment
is approximately 0.04% [36].
Finite element analysis
The insertion of an intervertebral cage substantially al-
tered the load transfer through the functional spinal unit
for pure compression (Fig. 4), ﬂexion-extension (Fig. 5),
lateral bending (Fig. 6) and axial rotation. Stress and
strain maxima were increased for all cage types com-
pared to the intact situation. For example, for com-
pression loading, L2 inferior endplate maximum strain
values increased by 928% and 923%, respectively, fol-
lowing insertion of titanium and PEEK cages of similar
geometry. For ﬂexion loading, maximum strain values
within the cancellous bone of L3 increased by 719% and
741%, respectively, following insertion of PEEK and
titanium cages. Similar trends were observed for all
loading conditions. Diﬀerences in the altered stress and
Table 1 Initial elastic modulus
Elastic modulus
(GPa) @ Dry,
room temperature
Elastic Modulus
(GPa) @ Wet, 37C
Average 3.51 3.57
Standard deviation 0.02 0.02
R2 = 0.9643
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Fig. 3 Average corrected creep strain for PEEK-OPTIMA as a
function of a linear and b logarithmic time. The total creep strain
after 2000 hours in a 37C aqueous environment at an applied
stress of 10 MPa was on average less than 0.1%. For reference, the
corrected creep strain for standard PEEK polymer (450 G) in a
dry, 23C environment is also plotted [34]
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strain distributions were more evident between the two
cage designs (ﬂat SynCage vs. convex SynCage-LR) than
for the two materials investigated (PEEK and titanium),
Fig. 4a. Maximum contact stresses with the ﬂat Syn-
Cage tended to be locally distributed around the
periphery of the implant, whereas the contact stresses
with the SynCage-LR were more evenly distributed
across the centre of the endplate.
Regarding the material diﬀerences, titanium cages
produced increased areas of high strain within the
adjacent vertebrae under compression and lateral
bending. Additionally the resulting strain maxima were
diﬀerent: for 8 Nm of ﬂexion, for example, the strain
maximum in the cancellous bone of L3 was 22% higher,
following the insertion of a titanium cage than after the
implantation of one made from PEEK. In the cages
themselves, slightly lower stresses and decreased areas of
high stresses were seen in a SynCage-LR made from
PEEK, compared to an identical design in titanium, for
compression, ﬂexion, lateral bending and axial rotation,
Figs. 4b, 5b, 6b. Maximum von Mises stresses within the
PEEK cage were 45.7 MPa, 31.5 MPa, 52.6 MPa and
32.7 MPa for 1,000 N compression, 8 Nm ﬂexion, 8 Nm
lateral bending and 2.5 Nm axial rotation respectively.
Numerical singularities precluded solution of the in-
tact model for extension moments greater than 5 Nm
and axial rotation greater than 2.5 Nm for the models
including a cage.
Discussion
Although PEEK has been proposed for use in
demanding orthopaedic applications, the mechanical
integrity of the polymer in a physiological environment
has not been documented. Furthermore, the suitability
of the polymer for use in highly stressed implants such as
intervertebral cages and the potential biomechanical
advantages of PEEK implants for spinal applications
have not been investigated. Therefore, a combined
experimental and analytical study was performed to
address these open questions.
Fig. 4 a Maximal principal strain distribution in the inferior L2
endplate due to 1,000 N of compression. From left to right Intact,
PEEK SynCage-LR, titanium SynCage-LR, ﬂat SynCage. b Von
Mises stress distribution in the cages due to 1,000 N of compres-
sion. From left to right PEEK SynCage-LR, titanium SynCage-LR,
ﬂat SynCage
Fig. 5 aMaximal principal strain in the inferior endplate of L2 due
to ﬂexion. From left to right 2.5 Nm, 5 Nm, 8 Nm. From top to
bottom Intact, PEEK SynCage-LR, titanium SynCage-LR. b Von
Mises stress in the SynCage-LR due to ﬂexion. From left to right
2.5 Nm, 5 Nm, 8 Nm. Top row PEEK SynCage-LR, bottom row
Titanium SynCage-LR
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Testing in an aqueous 37C environment showed a
statistically signiﬁcant but marginal inﬂuence on the
initial mechanical properties of PEEK-OPTIMA. The
measured diﬀerence in properties would not invalidate
implant designs based on previously published material
properties obtained in a dry, room temperature testing.
PEEK-OPTIMA can therefore be considered mechani-
cally stable in vivo, as it does not demonstrate the sub-
stantial changes in mechanical properties with
temperature and hydration which have been observed
for other medical grade polymers such as polyurethanes
and polyethylenes [12, 21]. Nevertheless, ﬁnal proof-
testing of PEEK orthopaedic implants should be con-
ducted in a simulated physiological environment.
The method used to measure total polymer creep
did not fully conform to the ASTM testing standard.
However, the chosen method eliminates inaccuracies
that could be caused by play in the testing apparatus,
and the same method has been used previously to
determine the creep characteristics of polyethylene [22].
Furthermore, the static compressive loading represents
a worst-case loading scenario for creep measurements,
as no recovery of the specimens is allowed throughout
the testing, in contrast to the dynamic loading expe-
rienced in vivo. The total test duration of 2000 hours
far exceeds the test duration previously reported for
polyethylene [22] and represents a more physiological
relevant loading duration for implants designed to aid
spinal fusion. The creep rate determined for PEEK-
OPTIMA was approximately two orders of magnitude
lower than that previously measured for medical grade
polyethylene [22], whereas the total deformation of
PEEK-OPTIMA was slightly increased in a 37C,
aqueous environment when compared to that mea-
sured at room temperature in a dry environment [36].
In practice, the total non-recoverable deformation of
PEEK-OPTIMA would be negligible, with maximum
0.1% strain after 2000 hours at a stress level of
10 MPa, vanishingly small, compared to the time-
dependent changes which could be expected in the
surrounding bone due to remodelling eﬀects. The ref-
erence samples expanded slightly during the experi-
ment, most likely due to ﬂuid absorption. Therefore,
water absorption may counteract creep in vivo, and
the corrected creep strain measured here can be con-
sidered a conservative estimate of the material’s creep
behaviour. These results verify the mechanical stability
of the PEEK-OPTIMA polymer in a simulated phys-
iological environment, and over extended loading
periods.
The ﬁnite element analyses approximated the load-
ing situation existing in the initial time period after the
implantation. Following cage insertion, high strains
and stresses were concentrated in the contact areas
between the cage and endplate, underlining the
importance of suﬃciently large contact zones. Contact
stresses below the anatomically-shaped implant with
curved surfaces tended to be more broadly distributed
across the central endplate, whereas contact stresses
around the ﬂat implants tended to be concentrated
around the periphery of the device. However, it has
been shown previously that the local endplate strength
increases towards the outer edges [15], and the integrity
of similar intervertebral cage designs, relying only on
peripheral support, has been demonstrated in previous
Fig. 6 aMaximal principal strain in the inferior endplate of L2 due
to left lateral bending. From left to right 2.5 Nm, 5 Nm, 8 Nm.
From top to bottom Intact, PEEK SynCage-LR, titanium SynCage-
LR. b Von Mises stress in the SynCage-LR due to left lateral
bending. From left to right 2.5 Nm, 5 Nm, 8 Nm. Top row PEEK
SynCage-LR, bottom row Titanium SynCage-LR
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experimental testing [35]. For the rather demanding
loading conditions applied in the simulations, the
determined maximum principal strains approached the
limits of the elastic deﬁnition used for the materials in
this model. Calculated local bone strains might exceed
the yield strain reported for vertebral trabecular bone
[26], so the possibility of local bone changes in response
to mechanical loading cannot be excluded and implant
subsidence may occur. However, this initial settling
period might oﬀer the possibility to achieve a larger,
more congruent contact interface between cage and
endplates, and in consequence, an enhanced stability.
Furthermore, anterior lumbar interbody fusion with a
standalone cage, as represented in this model, is a
mechanically demanding application. The addition of
supplemental posterior ﬁxation (e.g. translaminar facet
screws), a commonly used adjunt to the anterior im-
plant, would provide a substantial load-sharing capac-
ity and reduce the level of stresses generated within the
vertebral bodies.
For the applied forces and moments, representing
everyday loads, the stress and strain values determined in
the cages themselves never approached the limits of the
polymer’s or titanium’s intrinsic material strength. The
resulting diﬀerences in load transfer due to the two cage
materials were relatively small; nevertheless, a slight trend
towards a more pronounced stress-shielding situation
with titanium cages might be concluded from our results.
Model solutions could not be obtained for certain
loading cases. The complexity of the contact deﬁnition
at the cage-endplate interface, in conjunction with a
realistic interface shape mismatch, resulted in a failure of
the model solution at high extension and rotation mo-
ments. This numerical instability is consistent with
experimental results demonstrating the limitations of
standalone cages to stabilize a spinal motion segment
under these types of loadings [28].
In summary, our experimental and ﬁnite element
analysis established that PEEK-OPTIMA is a suitable
material for load-bearing implants in the human body.
Used in intervertebral cages, it performs at least as well
as similar titanium implants, additionally oﬀering the
possibility of undisturbed radiographic fusion control
due to its radio-translucency and potential beneﬁts for
the stimulation of bone formation due to the close match
between the mechanical properties of the polymer and
host bone.
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